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Abstract 


A system is described that is capable of making measurements 
of fluctuating atmospheric density and spatial scales required in assessing 
the quality of coherent radiation propogation. The airborne platform for 
the system is an NC-135 Air Force research aircraft. This system is 
completely operational and has flown successfully for approximately 60 
hours to date. Scales from hundreds of meters to millimeters have been 
measured from near ground level to 12 km. A heated and unheated fine 
wire sensor are used to produce signals from the atmospheric turbulence 
as the aircraft flies through the turbulence. These signals are analyzed 
using techniques developed for use in high-speed wind tunnels. With 
these data interpretation techniques available, the aircraft Mach number 
may be arbitrarily high — even supersonic flight presents no problem. 
With such high velocities possible, extensive regions of the atmosphere 
may be traversed in a relatively short time. This report will describe 
the special sensors, aircraft installation, data reduction procedures, and 
other special requirements necessary to obtain meaningful atmospheric 
turbulence data. Preliminary results that indicate density fluctuation 
levels and their spectral distribution will be presented. 
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SECTION I 


Background 

Interest in atmospheric turbulence dates to the first astro- 
nomical observations, which may be hampered by the random variations 
in index of retraction due to the turbulent changes in air density. 

More recently, flight through the atmosphere has generated significant 
interest in clear air turbulence as well as turbulence associated with 
meteorological phenomena and terrain variations. Desire to fly air- 
craft with laminar flow surfaces without atmospheric-turbulence-induced 
transition to turbulent flow has heightened this interest. The trans- 
port and dispersal of pollutants in the atmosphere are largely governed 
by near-surface turbulence. The production, convection and diffusion 
by viscous forces of atmospheric turbulence has long been of interest 
to basic researchers studying the atmosphere. With the advent of so- 
phisticated detection and surveillance systems involving all wave lengths 
of radiation, the effect of atmospheric turbulence on the output of such 
systems has become important. The propogation of coherent radiation 
through the atmosphere can be seriously affected by the random phase 
shifts induced by atmospheric turbulence. Both the levels of the fluc- 
tuations and their size (or scale) are important in the effect that atmo- 
spheric turbulence will have on any of the above areas of interest. 

investigations too numerous to cite have been conducted in 
the general study of atmospheric turbulence. Meteorological balloons 
are the classical system used for study. Variations in temperature. 
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for example, are recorded with increasing altitude to yield the values 
of the fluctuating field. The scales of the fluctuations are determined 
typically by having two temperature sensors whose signals can be cor- 
related which are separated by a known distance. Balloons give use- 
ful results and are usually quite reliable; however, they give infor- 
mation about the atmosphere over a very small volume. In addition, 
the scales that can be detected are limited to those larger than the 
separation distance between the sensors. 

In other studies, fixed-wing aircraft have been used to in- 
crease the data base for atmospheric turbulence. A major program 
known as ALLCAT (all altitude critical air turbulence)^ supported by 
the Air Force, and other government agencies interested in atmospheric 
turbulence was undertaken around 1 965. Data on gust loads sensed by 
gust probes, accelerometers, pressure transducers and other onboard 
instrumentation were taken. Aircraft ranging from the U-2 to F-106 
to a C-131B were used to investigate turbulence in various flight 
altitude bands. The LOCAT program investigated low altitudes — 
HICAT investigated high altitudes, etc. Results from these studies 
are presented in reports too numerous to give here, however, the 
interested reader is referred to Reference 1 and the bibliography 
given there. Because of the size of the aircraft used and relatively 
slow response instrumentation, only large scale motions could be 
accurately detected. Here large scale implies integral scale lengths 
greater than 10 to 20 meters. For interest in the statistics of atmo- 
spheric turbulence in the large scale region the results of the ALLCAT 
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program represent an enormous data base obtained at a cost of 
millions of dollars. As extensive as these data may be, they do 
not contain useful information in the small turbulence scales, say 
from the order of 1 meter down to the dissipation scales of the order 
of millimeters. 

To make accurate measurements of small-scale atmospheric 
motions from aircraft, high response instrumentation such as the 
hot-wire anemometer can be used. Previous experiments have been 
performed (see References 2, 3 and 4 for example) using hot-wire 
anemometry, however, the interpretation of the data resulting from 
these experiments is not clear because of the data reduction tech- 
niques employed. This is particularly true when attempting to 
measure the variations in atmospheric density and their scales for 
determining optical transmissibility . Since data for optical use is 
desired over extensive regions of the atmosphere at all flight alti- 
tudes, aircraft with large operating envelopes and high speeds must 
be used. 

This report describes a system developed for atmospheric 
turbulence research by the USAF Weapons Laboratory at Kirtland 
AFB, New Mexico. The airborne platform for the system is an NC-135 
aircraft used in various Air Force research projects. A pair of fine 
wire sensors are located near the nose of the aircraft (see Figures 
1 and 2) and are driven with high response anemometer systems. 
Through the use of this aircraft, two independent sensors and data 
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reduction procedures developed for high speed wind tunnel testing, 
both large and small scale turbulence (down to 5 mm) can be measured 
at high speeds from near ground level to 12 km. 

SECTION II 
Discussion 

In order to accurately measure atmospheric turbulence down 
to scale sizes of the order of 10 mm in high speed flight, one requires 
instrumentation with a very high frequency response. For example, 
at a flight velocity of 200 m/s a 10 kHz response is needed to measure 
a turbulent burst 10 mm long. By comparison, if the aircraft slowed 
to 100 m/s, this same instrumentation could detect a 5 mm scale. 

Laboratory or wind tunnel instrumentation can easily operate today at 
up to 20 to 40 kHz. A system having this high response that can be 
used in making velocity and/or density turbulence measurements is the 
hot-wire anemometer. This system consists of a fine (typically less than 
25 ym diameter) wire, either heated or unheated, and the appropriate 
electronics (referred to as anemometers) to produce electrical signals 
that can be interpreted as fluctuations in the physical variables. A 
drawback of the hot-wire anemometer is the fragile nature of the 
sensors. Researchers have been reluctant to attempt using fine wires 
on aircraft because of this; however, techniques for producing durable 
sensors have been developed in high speed wind tunnel testing. Recently, 
a system using 5 ym sensors and high response laboratory anemometers 
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was used to survey the fuselage boundary layer of a large trans- 
port aircraft (Ref. 5). This system was used successfully in over 
80 hours of flight time. Wire breakage occurred only once when 
ice crystals were encountered. With this encouraging record, it was 
decided to move the sensor location to the nose of the aircraft and 
attempt to make atmospheric turbulence measurements. 

In making measurements at low speeds (i.e., M < = 0.3) 
the signals produced by anemometer /sensor combinations are easily 
related to the fluid flow variables. For a constant density flow, the 
velocity fluctuations are sensed by a heated wire driven by either a 
constant temperature or constant current anemometer. Constant 
temperature systems are usually used at present because of their 
higher frequency response, although compensating amplifiers are 
available for use with the constant current systems. Fluid temper- 
ature (i.e., the aerodynamic static temperature) fluctuations are 
sensed by an unheated wire driven by a constant current anemometer, 
compensated to increase its frequency response. 

As flight speeds increase above the M =0.3 value, or the 
flow is no longer one of constant density, fluid compressibility effects 
become important and the values sensed by wires placed in the stream 
no longer respond to the simple velocity and fluid temperature. For 
example, consider the unheated or temperature sensing wire. Since 
the flow over the wire is essentially brought to rest at the wire sur- 
face, it will respond to the temperature known as the recovery 
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temperature. This, in turn, can be related to the aerodynamic total 
temperature, which is related to the fluid static temperature through 
the energy relationship 

T t - T t + u 2 /2c p (1) 

or 

T t = T (1 + X T m2) (2) 

Now it is evident that, for increasing Mach numbers, the difference 
between the total temperature (actually sensed by the wire) and the 
desired fluid temperature will increase. For a flight Mach number of 
0.8, there is about a 13% error in the mean value. Since, in atmo- 
spheric turbulence studies, we are interested in not the mean values 
but their indicated fluctuations, we must examine a differential form 
of equation (2). 


(1 + M 2 ) + (y-1) M 2 — 

f T t u 


Equation 3 relates the instantaneous fluctuations away from the mean 
values (primed variables) than can exist at a point in the fluid. Again, 
for low Mach numbers we have 



so that an unheated wire will sense the desired fluctuations in static 


temperature. For increasing Mach numbers, the values of the velocity 
fluctuations present in the atmosphere will contribute to the measured 
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T values. Keep in mind that the behavior described above comes 
about only through the aircraft’s flight Mach number and has nothing 
to do with the motions and variations present in the atmosphere. If 
one were to use only a single, unheated wire, it would be impossible 
to measure the value of fluid temperature fluctuations from a high speed 
aircraft. Even to measure the spectrum of the fluctuations requires 
the assumption that the velocity and temperature spectra are identical. 

To surmount this apparent impasse, another wire, heated to 
at least twice the stream temperature, is required. This wire, when 
cooled by the air flow, becomes sensitive only to the mass flow past it. 
The mass flow is the product of fluid static density, p, and the velocity, 
u, past the wire. The term actually measured by the heated wire is 
(pu)'/ pu. For the small fluctuation levels usually encountered in 
turbulent flows, this term may be written as 

(pu) 1 = P 1 + u 1 ( 4) 

pu p u 

Notice that the heated wire produces a signal proportional to the sum 
of two desired turbulence quantities p' and u '. Once again, if one 
were to operate only a single, heated wire it would, in general, be 
impossible to determine the magnitude of the velocity fluctuations, since 
the density fluctuations from, say, temperature variations, would also 
produce a contribution to the signal. This is true independent of the 
aircraft's flight Mach number. Spectra can be obtained, however, under 
the assumption that the spectra of p 1 and u 1 are identical. 


501 


At this point we have the unique situation that at high 
speeds we have two systems capable of measuring two fluid parameters, 
neither of which is desired to deduce information about the atmosphere, 
in general. In high speed wind tunnel testing, it has been known that 
combining the two measurements can yield the desired information about 
the fluctuating velocity and temperature or density. To do this we 
examine a form of Equation 3 that has used a differential form of the 
equation of state 


BL = _£l + _I 

p p T 


to give 


(1 + M 2 ) 


= -£i . £l + ( Y -i) m 2 -a 

P P u 


(5) 


Adding and subtracting (y-1) M 2 on the right-hand side of 

P 

Equation (5) gives 


(i + 111 m 2 ) H H - (i + (y-i) m 2 ) Hr- + (r-D m 2 


(pu) 

pu 


( 6 ) 


For small scale motions, the atmosphere is incapable of supporting pressure 
fluctuations (other than weak sound waves) so that the p'/- term may be 
neglected in Equation 6. This leaves a relationship involving three fluctua- 
tion terms, two of which are measured: 
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+ (y-1 ) M 2 


[7) 




(1 + (Y-1) M 2 ) 

p 


(pu) 1 

pu 


so that the density fluctuation can be deduced. Phase lags between the 
two systems prevent , the use of Equation 7 directly so that a time- 
averaged equation must be used. We first write Equation 7 as 

A £l = B ieijl' - c 

P pu f t 


and then square 

2 




£4- = B : 


^ pu ^ 2 - 2BCR T 

(55) puT t 


X I 

< (p u) *>< t> 

puT . 


+ C 


2 t 


( 8 ) 


Here R puT is the zero-phase lag cross-correlation coefficient between 

(pu) ‘ and T ^ , which is obtained from the recorded data. Thus 

/ - 2 can be determined. 

P 


Static temperature fluctuations instead of density fluctuations 
can be determined by using 



Velocity fluctuations are obtained by using Equation 5 and adding and 
subtracting u '/- from the right-hand side to give 
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(9) 


T ‘ 


(i + m 2 ) ^ ~bL - iesl' + { , + ( Y -,) m 2 ) a 


pu 


Again for small p 1 /- # we have 


A Hi = iHHll + c ^ 

u pu T 


or 


|2 


= ifiHlii + 2CR _ t> .... + c 

(pu ) 2 puT t puf 


t; 

2 _ * 


T 2 
t 


( 10 ) 


Note that Equation (10) must be used to determine the magnitude of 

the velocity fluctuations even for very low-speed flight. These relation- 
ships were used in the present study to produce the results discussed 
next. 


SECTION III 
Results 

Representative results from flights at various Mach numbers 
and altitudes are presented here and discussed in light of their impli- 
cations for optical transmission through the measured atmospheric volumes. 
The data presented here were obtained on two flights made on 23 and 
26 Feb, 1 979. Conditions for the flights are given in Table 1. Data 
points are referenced throughout by file number. 
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File No. 

Alt, km 

u, m/s 

M 

Date 

1 

3.66 

234 

0.57 

2/23/79 

2 

3.66 

153 

0.48 

2/23/79 

3 

3.66 

124 

0. 37 

2/23/79 

4 

3.66 

93 

0.28 

2/23/79 

5 

8.84 

271 

0. 83 

2/26/79 

6 

11.89 

237 

0. 80 

2/26/79 


Table I. Flight Conditions. 


Expected optical degradation is desired from the present 
measurements of atmospheric turbulence. The random phase variations 
can be calcuated from the measured density fluctuations and integral 
length scale through a total distance by 

a 2 = 2 e 2 p 77 1 (ii) 

so that both the fluctuation levels and their scales must be known. 

The following discussion presents the method for determining them 
from the measured data. 

A typical spectrum of the mass flux and total temperature 
(from File 1) in the frequency domain is shown in Figure 3. A -5/3 


505 









slope is evident as low as 10 Hz and continues into the noise level at 
about 5 kHz. Since both the total temperature and mass flux fluctua- 
tions follow the Kolmogoroff energy cascade, then, through Equations 
8 and 10, so will both the velocity and density fluctuations. For the 
flight speeds shown in Table 1, these frequencies correspond to scales 
from 10 m to 10 mm. In optical applications, the integral scale of the 
density fluctuations are of interest and can be obtained easily by inte- 
grating the time auto-correlation function of either the mass flux or the 
total temperature to obtain the integral time scale and then using the 
mean velocity through the turbulence to calculate the integral spacial 
scale. 

Spacial scales found for the present data are given below. 

The variation indicated for the 3.66 km data (Files 1—4) results from 
different values calculated as the flight speed changed by nearly a 
factor of 2.5. The relatively small variation gives one confidence that 
accurate scale size measurements can be obtained independent of flight 
speed. Presently used and conceived optical systems have apertures 
in the range of 0.5 to 2 meters, so that the relatively large turbulence 
scale to aperture ratio will produce low frequency rather than high fre- 
quency phase aberrations that may be compensated for by U ge of adaptive 
optical systems. 


Alt, km 

1, integral scale, meters 

3.66 

6.0+5% 

8.84 

7.1 

11.89 

10. 9 
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To determine the density fluctuation level. Equation 8 is used with 
measurements of mass flux and total temperature fluctuations along 
with their measured cross-correlation coefficient. For the data ex- 
amined here, indicate that the cross-correlation between mass flux 
and total temperature fluctuations is essentially zero, so that the 
complexity of Equation 8 is reduced and the density fluctuations can 
be calculated: 


l 2 


21 2 


[1 + (y-1)M 2 ] 2 X— = [(y-1)M 2 ] 
P 2 


(pu) 


l 2 


~ 2 ~ 2 
p u 


t(i+ m 2 ] 2 

2 V 


( 12 ) 


Fluctuations in mass flux and total temperature were determined from 
the recorded data filtered at 5 kHz to eliminate noise present in the 
signals beyond that limit. For the data analyzed here, the primary 
contribution to density fluctuations is from total temperature fluctua- 
tions. Even for the data, for which the Mach number was 0.83, the 
error in neglecting the mass flux term was only 10%. These findings 
are similar to those discussed by Levis (Ref. 6), although they may 
not hold universally. RMS data obtained in the present study are 
given below: 
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With these data one can calculate the expected phase aberrations 
with Equation It. The number of waves of distortion per kilometer are 
given in Table 2 for two wave lengths of interest. 


Altitude, km 

Waves of Distortion 

X = 0.63 ym 

X = 10.6 ym 

3, 66 

2.1 - 4.7 

0.12 - 0.28 

8. 84 

3.9 

0.23 

11.89 

1.2 

0.07 


Table 2. Expected optical distortion over 1 km. 
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The variation in atmospheric properties with altitude, location and 
time are evident in the wide range of values shown. Because of the 
large-scale of the turbulence, on target intensities for 10.6 pm should 
be near diffraction limited even though X/b aberrations are present. 

In calculating the velocity fluctuations from Equation 10 and 
the RMS values given above, it can be seen that up to a 100% error in 
<u‘>/- could result by neglecting the total temperature term in Equation 
10. 


SECTION IV 
Conclusions 

Atmospheric turbulence of scales down to 10 mm have been 
measured with an airborne system capable of making measurements up 
to altitudes of 12 km. It is shown that both a heated and unheated 
wire are required in general to accurately determine either the velocity 
or density fluctuations. Further, for high speed flight, compressible 
effects on the instrumentation output must be considered to accurately 
deduce informaton about the atmosphere. Integral scales of the atmo- 
spheric turbulence can be accurately determined independent of flight 
speed. Typical data obtained to date show a -5/3 spectral decay to 
scales of 10 to 20 mm. 
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ABBREVIATIONS AND SYMBOLS 


L 

I 

M 

P 

T 

u 

3 

Y 

A 

P 

a 


path length through turbulence 
correlation length 
Mach number 

pressure 

fluid temperature 

velocity 

Clad stone- Dale constant 
ratio of specific heats 
wave length of radiation 
fluid density 
optical phase variance 


Superscripts 


( )' 
(~) 
<£ ) > 


fluctuation in a quantity 
time average of a quantity 
rms of a quantity 


Subscripts 

t total or stagnation conditions 
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Figure 1. USAF Research Aircraft. 








1 10 100 1000 10,000 

FREQUENCY, Hz 

Figure 3. Spectra of Mass Flux and Total Temperature Fluctuations, 3.6 km, M = 0.57, 
23 February 1979. 


514 



